Preliminary study of planar RF coils for Magnetic Resonance Microscopy.
In this study, we attempt to do a preliminary study of planar RF coils that are aimed for the application of Magnetic Resonance Microscopy (MRM). We will discuss the requirements and considerations for designing such a device. And at last, we conducted a small experiment to show that the design solution we propose is in the correct direction.